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(d) Precision. The precision of the 
CPDM shall be established through 
testing to determine the variability of 
multiple measurements of the same 
dust concentration, as defined by the 
relative standard deviation of the dis-
tribution of measurements. The rel-
ative standard deviation shall be less 
than 0.1275 without bias for both full- 
shift measurements of 8 hours or more, 
and for intra-shift measurements of 
less than 8 hours within the dust con-
centration range equivalent to 0.2 to 
4.0 mg/m3 for an 8-hour period, as speci-
fied under paragraph (b)(2) of this sec-
tion. 

(e) Bias. The bias of the CPDM meas-
urements shall be limited such that the 
uncorrectable discrepancy between the 
mean of the distribution of measure-
ments and the true dust concentration 
being measured during testing shall be 
no greater than 10 percent. Bias must 
be constant over the range of dust con-
centration levels tested, 0.2 to 4.0 mg/ 
m3 for an 8-hour sampling period. 

(f) Testing conditions. Laboratory and 
mine testing of the CPDM for accu-
racy, precision, bias, and reliability 
under diverse environmental condi-
tions (as defined under § 74.7(e) and (g)) 
shall be determined using the NIOSH 
testing procedure, ‘‘Continuous Per-
sonal Dust Monitor Accuracy Testing,’’ 
June 23, 2008, available at: http:// 
www.cdc.gov/niosh/mining/pubs/ 
pubreference/outputid3076.htm. All test-
ing results shall be submitted to 
NIOSH in writing on the application 
filed under § 74.11. 

(1) Persons must proceed in accord-
ance with NIOSH testing procedure 
‘‘Continuous Personal Dust Monitor 
Accuracy Testing,’’ June 23, 2008. The 
Director of the Federal Register ap-
proves this incorporation by reference 
in accordance with 5 U.S.C. 552(a) and 1 
CFR part 51. Persons may obtain a 
copy at the address below: NIOSH–Pub-
lications Dissemination, 4676 Columbia 
Parkway, Cincinnati, OH 45226. http:// 
www.cdc.gov/niosh/mining. 

(2) Persons may inspect a copy at 
MSHA, Office of Standards, Regula-
tions, and Variances, 1100 Wilson Bou-
levard, Room 2350, Arlington, Virginia 
22209–3939, (202) 693–9440, or at the Na-
tional Archives and Records Adminis-
tration (NARA). For information on 

the availability of this material at 
NARA, call 202–741–6030, or go to: http:// 
www.archives.gov/federallregister/ 
codeloflfederallregulations/ 
ibrllocations.html. 

§ 74.9 Quality assurance. 
(a) General requirements. The appli-

cant shall establish and maintain a 
quality control system that assures 
that CPDM devices produced under the 
applicant’s certificate of approval meet 
the required specifications and are reli-
able, safe, effective, and otherwise suit-
able for their intended use. To estab-
lish and to maintain an approval under 
this part, the applicant shall: 

(1) Submit a copy of the most recent 
registration under ISO Q9001–2000, 
American National Standard, Quality 
Management Systems-Requirements, 
published by ISO: 

(i) With the application for approval 
under § 74.13 of this part; and 

(ii) Upon request by NIOSH, subse-
quent to the approval of a CPDM under 
this part. 

(2) Persons must proceed in accord-
ance with ISO Q9001–2000, American 
National Standard, Quality Manage-
ment Systems-Requirements. The Di-
rector of the Federal Register approves 
this incorporation by reference in ac-
cordance with 5 U.S.C. 552(a) and 1 CFR 
part 51. Persons may obtain a copy 
from the International Organization 
for Standardization at the address pro-
vided below. 

International Organization for 
Standardization, ISO Central Secre-
tariat, 1, ch. de la Voie-Creuse, Case 
Postale 56, CH–1211 GENEVA 20, Swit-
zerland. http://www.standardsinfo.net. 

(3) Persons may inspect a copy at 
MSHA, Office of Standards, Regula-
tions, and Variances, 1100 Wilson Bou-
levard, Room 2350, Arlington, Virginia 
22209–3939, (202) 693–9440, or at the Na-
tional Archives and Records Adminis-
tration (NARA). For information on 
the availability of this material at 
NARA, call 202–741–6030, or go to: http:// 
www.archives.gov/federallregister/ 
codeloflfederallregulations/ 
ibrllocations.html. 

(b) Quality management audits. Upon 
request, applicants or approval holders 
must allow NIOSH to inspect the qual-
ity management procedures and 
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records, and to interview any employ-
ees who may be knowledgeable of qual-
ity management processes associated 
with the production of the CPDM. Au-
dits may be conducted either on an oc-
casional or periodic basis or in re-
sponse to quality-related complaints or 
concerns. 

(c) Applicant remediation of quality 
management deficiencies. An applicant 
or approval holder must correct any 
quality management deficiency identi-
fied by an audit within a reasonable 
time as determined by NIOSH. Failure 
to correct a deficiency may result in 
NIOSH disapproval of a pending appli-
cation or, in the case of an approved 
device, revocation of approval until 
NIOSH determines that the deficiency 
is corrected. 

§ 74.10 Operating and maintenance in-
structions. 

(a) Contents. The manufacturer must 
include operating and storage instruc-
tions and a maintenance and service 
life plan with each new CPDM device 
sold. These documents must be clearly 
written. 

(1) Operating and storage instruc-
tions must include: 

(i) An explanation of how the CPDM 
works; 

(ii) A schematic diagram of the 
CPDM; 

(iii) Procedures for wearing and use 
of the CPDM; 

(iv) A one page ‘‘quick start guide’’ 
that will enable a novice to start and 
operate the CPDM. 

(v) Procedures for calibration of the 
CPDM; 

(vi) Procedures for inspecting the op-
erating condition of the CPDM; 

(vii) Procedures and conditions for 
storage, including the identification of 
any storage conditions that would like-
ly impair the effective functioning of 
the CPDM; and 

(viii) Procedures and conditions of 
use, including identification of any 
conditions of use that would likely im-
pair the effective functioning of the 
CPDM. 

(2) The maintenance and service life 
plan must address: 

(i) Conditions that should govern the 
removal from service of the CPDM; and 

(ii) Procedures that a user or others 
should follow when inspecting, per-
forming maintenance and calibration, 
and determining when the CPDM 
should be removed from service. 

(b) Submission to NIOSH for approval. 
A copy of the instructions and plan 
under paragraph (a) of this section 
shall be submitted to NIOSH with the 
application for approval of the CPDM 
and if substantive changes are made to 
the approved device or approved in-
structions. 

§ 74.11 Tests of the continuous per-
sonal dust monitor. 

(a) Applicant testing. The applicant 
shall conduct tests to determine 
whether a CPDM that is submitted for 
approval under these regulations meets 
the requirements specified in §§ 74.7–74.8 
of this part, with the exception of dura-
bility testing, which shall be conducted 
by NIOSH as specified in § 74.7(g) of this 
part. Applicant testing shall be per-
formed by an independent testing enti-
ty approved by NIOSH. 

(b) NIOSH testing assistance. NIOSH 
will provide consultation to the appli-
cant to identify and secure necessary 
testing services for meeting the re-
quirements specified in §§ 74.7–74.8 of 
this part. Applicants must submit test-
ing protocols to NIOSH prior to testing 
to verify that the testing protocols 
adequately address the requirements. 

(c) Reporting of applicant testing re-
sults. The applicant shall include the 
results from testing specified under 
paragraph (a) of this section when sub-
mitting the application under § 74.13 of 
this part to NIOSH. 

(d) Intrinsic safety testing. The appli-
cant shall submit the CPDM to MSHA 
for testing and evaluation, pursuant to 
30 CFR 18.68, to determine whether the 
electronic components of the CPDM 
submitted for approval meet the appli-
cable permissibility provisions. 

Subpart D—General Requirements 
for All Devices 

§ 74.12 Conduct of tests; demonstra-
tions. 

(a) Prior to the issuance of a certifi-
cate of approval, only personnel of 
MSHA and NIOSH, representatives of 
the applicant, and such other persons 
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